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Background: Paroxysmal nocturnal hemoglobinuria (PNH) is a rare hematopoietic stem cell disorder
characterized by a somatic mutation in the PIGA gene, leading to a deficiency of proteins linked to the
cell membrane via glycophosphatidylinositol (GPI) anchors. While flow cytometry is the method of choice
for identifying cells deficient in GPI-linked proteins and is, therefore, necessary for the diagnosis of
PNH, to date there has not been an attempt to standardize the methodology used to identify these cells.

Methods: In this document, we present a consensus effort that describes flow cytometric procedures
for detecting PNH cells.

Results: We discuss clinical indications and offer recommendations on data interpretation and reporting
but mostly focus on analytical procedures important for analysis. We distinguish between routine analysis
(defined as identifying an abnormal population of 1% or more) and high-sensitivity analysis (in which as few
as 0.01% PNH cells are detected). Antibody panels and gating strategies necessary for both procedures are
presented in detail. We discuss methods for assessing PNH populations in both white blood cells and red
blood cells and the relative advantages of measuring each. We present steps needed to validate the more
elaborate high-sensitivity techniques, including the need for careful titration of reagents and determination of
background rates in normal populations, and discuss technical pitfalls that might affect interpretation.

Conclusions: This document should both enable laboratories interested in beginning PNH testing to
establish a valid procedure and allow experienced laboratories to improve their techniques. VC 2010 Clini-

cal Cytometry Society
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Background

Paroxysmal nocturnal hemoglobinuria (PNH), a rare
hematopoietic stem cell disorder, has been recognized
as a distinct clinical condition since the early 1800s
(1,2). PNH has three distinctive clinical features that
vary greatly from patient to patient and during the
course of the disease (3–5). First, there is complement-
mediated and predominantly intravascular hemolysis
that gives rise to many of the clinical manifestations of
the disease including: dysphagia, lethargy, erectile dys-
function, chronic renal failure, pulmonary hypertension,
anemia, and, of course, hemoglobinuria. Second, there is
a characteristic thrombotic tendency that can be life-
threatening and occurs not only in the extremities but
also in unusual anatomical locations, such as hepatic
portal (Budd-Chiari Syndrome), splenic, or mesenteric
veins. Third, there is underlying bone marrow failure,
which occurs to some degree in all patients, and in its
most extreme form, presents as immune-mediated severe
aplastic anemia.

The disease has an estimated incidence of only 1.3
new cases per one million individuals per year. Although
it has long been classified as an acquired hemolytic ane-
mia, it is now known to affect all lineages of blood cells
and is, therefore, recognized as a stem cell disorder.
Thus, PNH is better defined as an acquired hematopoi-
etic stem cell disorder in which somatic mutation of the
X-linked PIGA gene results in partial or absolute defi-
ciency of all proteins normally linked to the cell mem-
brane by a glycophosphatidylinositol (GPI) anchor. PNH
stem cells are thought to escape the immune-mediated
destruction that eliminates normal bone marrow stem
cells, and thereby become the major source of blood
cell production in patients with PNH. Thus, the defining
phenotypic feature of PNH cells is their deficiency of
proteins that require a GPI anchor for attachment to the
cell membrane. Conventionally, cells with such a defi-
ciency are referred to as ‘‘PNH clones,’’ and that term
will be used here. However, such cells, especially in low
numbers, may be neither truly clonal nor by themselves
diagnostic of PNH.

Deficiency in the GPI-anchored membrane proteins
CD55 (decay accelerating factor), which prevents forma-
tion and augments instability of the C3 convertases in
the complement cascade, and CD59 (membrane inhibi-
tor of reactive lysis), which inhibits assembly of the
membrane attack complex of complement, are responsi-
ble for complement sensitivity of red cells in PNH. This

results in the chronic and acute episodes of intravascu-
lar hemolysis that are typical of the disease. In some
instances of PNH, the deficiency of GPI antigens is only
partial, as the underlying genetic mutation in the PIGA

gene allows for some synthesis of GPI anchor (6).
We now understand many of the aspects of the natu-

ral history and pathobiology of PNH and its relationship
with bone marrow failure, though our understanding of
the pathophysiologic mechanism which produces bone
marrow failure is not as clear as that of hemolysis. How-
ever, screening for PNH and diagnosis of patients with
PNH have improved considerably since the landmark
discoveries relating to the underlying molecular genetic
abnormality and elucidation of the biochemical defect of
the disease (7,8). Although PNH is rare, screening of
appropriate patients and correct diagnosis are impor-
tant, because PNH is a chronic disease that persists for
many years and has a profound impact on quality of
life and survival for any individual patient. In the
last few years, the development (9) and successful clini-
cal trial (10) of a humanized monoclonal antibody
against the terminal complement protein C5 (Eculizu-
mab; Alexion Pharmaceuticals, Cheshire, CT) has
improved the quality of life for patients with hemolytic
PNH by reducing hemolysis, thrombosis, and transfusion
requirements (10–13). This has made screening and
accurate diagnosis of PNH important priorities for many
clinical laboratories.

A classification scheme for PNH has been proposed
by the International PNH Interest Group (I-PIG) that
includes three main categories that cover the spectrum
of disease presentation (14): (1) Classical PNH, which
includes hemolytic and thrombotic patients; (2) PNH in
the context of other primary disorders, such as aplastic
anemia or myelodysplastic syndrome; and (3) Subclinical
PNH, in which patients have small PNH clones but no
clinical or laboratory evidence of hemolysis or thrombo-
sis. The overall purpose of such a classification scheme
is to provide a common international terminology for
the disorder.

Diagnosis of PNH

Because PNH was initially recognized as a type of
hemolytic anemia, the initial focus on red blood cells
(RBCs) led to the development of several RBC-based
assays. These included the Ham test and the sucrose
hemolysis test, both of which demonstrated the
increased sensitivity of PNH RBCs to complement-
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mediated hemolysis under standard conditions (15–18).
Neither of these tests was specific, and both were cum-
bersome to perform. A more specific test, the comple-
ment lysis sensitivity test, measured the amount of
hemolysis at varying concentrations of complement; this
assay showed that PNH cells lysed at lower concentra-
tions than did normal cells (19). This test also led to the
recognition that some PNH patients have a population
of cells with intermediate complement sensitivity (Type
II), between normal RBCs (Type I) and the most abnor-
mal PNH-type RBCs (Type III) (20,21). However, this
test is laborious, difficult to standardize and may miss
small populations of abnormal cells (22).

Today, flow cytometry to detect populations of GPI
anchor–deficient cells is firmly established as the
method of choice for diagnosis and monitoring PNH,
though there is little or no clear consensus on what rep-
resents the best approach (23,24). Compounding the
problem are recent technological developments in clini-
cal flow cytometric instrumentation. Modern digital clin-
ical flow cytometers are now capable of analyzing at
least six fluorescence parameters or antigens on a rou-
tine basis, and collecting up to one million events very
rapidly. Although this increased level of sophistication
and data complexity means that small populations of
abnormal cells can easily be detected, in many instances,
clinical significance has not yet been fully explored.

Procedures for detecting RBC and white blood cell
(WBC) PNH populations are discussed in detail below.
Historically, there has not been uniformity in selection
of monoclonal antibodies among laboratories. This can
largely be attributed to the fact that there are monoclo-
nal antibodies available against many different GPI-anch-
ored proteins, all of which have some capability of
detecting PNH clones, especially in frank PNH where
such cells are numerous. However, there are emerging
data from external quality assurance (EQA) programs
that indicate that some reagents are inferior to others, at
least with respect to their ability to detect GPI-anchored
antigens on stabilized cells. For example, although CD55
and CD59 are widely used for detecting granulocyte
PNH clones, there are data to suggest that these
reagents may not perform as well as antibodies to other
antigens in PNH testing (24–26). Moreover, the increas-
ing use of flow cytometry to detect small clones has
magnified differences among reagents, as some reagents
suitable for detecting large, obvious clones perform less
well in higher sensitivity analysis.

There are emerging data to suggest that one of best
reagents available to study GPI-linked antigens on leuko-
cytes is the reagent fluorescent aerolysin or FLAER (Pine-
wood Scientific Services, Victoria, BC, Canada). This is a
fluorochrome-conjugated inactive variant of the bacteri-
ally derived channel-forming protein aerolysin, which
binds specifically to GPI-anchors. FLAER may offer signif-
icant advantages as a reagent for PNH testing; in contrast
with antibodies against many of the GPI-linked antigens
normally studied (25,27,28), its binding is less sensitive
to the maturational stage of the cells. FLAER can also be

used in multicolor combinations with monoclonal anti-
bodies to GPI-linked and non-GPI antigens for the detec-
tion of PNH clones (29).

The Need for a Consensus Guideline for
Immunophenotyping of PNH Cells

The correct diagnosis of PNH is essential for effective
patient management. However, because the disease is
rare and may only be tested for infrequently by many
laboratories, approaches to the detection of PNH clones
vary significantly (22,29–32). While there are not com-
prehensive data about the sources of variability, recent
EQA data have highlighted a number of laboratories that
were unable to detect PNH clones in known patient
samples, or found PNH clones in normal samples (24).

To address these important issues, a workshop on
PNH testing was held at the 2008 Clinical Cytometry
Society Annual Scientific Meeting in Portland, Oregon.
Most of the participants at that meeting were strongly in
favor of developing a consensus guideline for PNH test-
ing, and this document is a response to that conclusion.
The document was collectively written by the authors,
and went through many drafts in which several points
were debated; unanimity was not reached in all cases,
though on those few points that there was not unanim-
ity, at least six of the eight authors concurred. In addi-
tion, the document was circulated to all the attendees of
the workshop for their comments, and many of these
were also incorporated into the document.

The challenge the authors faced in constructing this
document was that, as mentioned above, many different
laboratories had independently evolved procedures for
PNH testing, and there were limited published data on
head-to-head comparisons of these methods. Thus,
although ideal recommendations in a consensus docu-
ment would be evidence-based, the literature to date
cannot be interpreted to mandate a single approach for
all laboratories to follow to detect PNH populations.
However, between the literature and the authors’
unpublished collective experience, it is clear that some
procedures or reagents are better than others, and these
form the basis of many of our recommendations. Fur-
thermore, some assay characteristics have not been
investigated in great detail; thus some of the recommen-
dations will simply reflect things that the authors know
will work, rather than things that have proved to be
necessary, or even optimal. We fully expect there to be
revisions to this document as more investigation pro-
ceeds; near the end of the document, we highlight the
places where more specific investigation would be help-
ful. While there is some variability in the approaches
presented, we attempt to emphasize the general princi-
ples that form the basis of all good assays.

The document separately discusses methodology used
in routine analysis from that used in high sensitivity anal-
ysis. We define the former as having a sensitivity of 1%;
this is suitable for use as a screening test to detect
patients with large clones typically associated with
hemolytic and/or thrombotic PNH, and can also detect

DIAGNOSIS AND MONITORING OF PNH AND RELATED DISORDERS BY FLOW CYTOMETRY 213

Cytometry Part B: Clinical Cytometry



many smaller clones in patients with aplastic anemia
and subclinical PNH. Such assays are relatively straight-
forward, and many have been described in the literature;
the guidelines constitute a relatively noncontroversial
compendium of published practices, and assays used in
the laboratories of the authors. Any laboratory that per-
forms PNH testing should find them relatively easy to
follow.

Higher sensitivity assays, defined here as assays capable
of detecting clones as small as 0.01% (or even less), pres-
ent a different challenge. While clinicians who take care
of patients with PNH and related disorders have recom-
mended ‘‘high sensitivity’’ monitoring for certain groups
of patients (14), literature on the performance character-
istics of such tests is scant. Achieving consensus on these
assays, particularly those involving RBCs, was difficult, as
the authors have varying degrees of experience with
them. All agree that high sensitivity assays are more diffi-
cult than routine ones, and require special precautions.
This document attempts to spell out procedures laborato-
ries should take before offering such tests, but also illus-
trates results obtained when careful analysis is done.

Although the focus of the document is on analytical
procedures, we also review clinical recommendations,
discuss pitfalls in interpretation, and set guidelines for
reporting results in an unambiguous format that can be
universally understood by clinicians. We hope that this
guideline will assist laboratories wanting to establish
routine PNH testing for the first time, help more experi-
enced laboratories who are considering instituting high
sensitivity testing, and allow expert centers to share
their experience in troubleshooting problems with
lesser experienced laboratories. The widespread accep-
tance of a guideline may also have secondary benefits in
improving the quality of information in the global PNH
registry (http://www.pnhsource.com/PNH%20Registry/
default.aspx) in which flow cytometric data play such a
crucial component in monitoring the natural history of
PNH patients.

CLINICAL INDICATIONS FOR PNH TESTING

Patients with PNH may present with a wide range of
signs and symptoms, many of which are common, so
that given the rarity of the disease screening every
patient with anemia or thrombosis is not appropriate.
However, some clinical presentations sufficiently raise
the probability of finding PNH clones that they demand
investigation.

Although only a minority of patients with PNH
presents with hemoglobinuria, any patient with unex-
plained hemoglobinuria should be tested for PNH. Some-
what more controversial is the need to test patients
with evidence of hemolysis; although patients with anti-
body-mediated Coombs-positive hemolytic anemia do
not require testing in the absence of other indications,
routine PNH screening may be appropriate for all
patients with Coombs-negative hemolytic anemia, partic-
ularly if characteristic cellular abnormalities (sphero-
cytes, sickled cells, schistocytes, etc) are not present,

and there is no obvious infectious cause of the hemoly-
sis. This is particularly true of patients with associated
iron deficiency, as the chronic intravascular hemolysis of
PNH patients leads to urinary iron loss.

Although thrombosis is a common complication of
PNH, occurring in 40% of patients (12), patients with
PNH uncommonly present this way; thrombosis or
embolization, accounted for about 5% of patients in one
series (33). However, PNH patients are more likely to
have thrombotic involvement at unusual sites, including
presentations such as Budd-Chiari syndrome, or cerebral
thrombosis; thus unusual presentations of thrombi
should warrant PNH testing. Testing is also recom-
mended in patients with coexistent thrombosis and
intravascular hemolysis or cytopenias. Approximately
10% of patients may present with abdominal pain or dys-
phagia; again these are nonspecific findings and routine
PNH testing is not warranted unless there is concomi-
tant evidence of intravascular hemolysis or other causes
of the symptoms have been excluded.

Although absence of hemolysis essentially excludes
classical PNH, other forms of PNH by definition do not
have hemolysis, so that it is not appropriate to limit
PNH testing only to those patients with hemolysis. How
aggressively patients with cytopenias should be investi-
gated for PNH is a matter of some controversy. Certainly,
any young person with cytopenias, in whom aplastic or
hypoplastic anemia is in the differential diagnosis should
be screened for the presence of PNH clones, but iso-
lated anemia rarely requires PNH testing unless an
extensive workup fails to demonstrate an explanation
for the anemia. A recent recommendation by the I-PIG
suggested that all patients with aplastic anemia, or the
myelodysplastic disorder refractory anemia (now refrac-
tory cytopenia with unilineage dysplasia (RCUD) accord-
ing to the current WHO classification) should be
screened yearly using ‘‘high sensitivity’’ assays, though
the specific threshold for sensitivity was not specified
(14). They further recommended that patients with
other forms of MDS or with myeloproliferative neo-
plasms without evidence of intravascular hemolysis
should not be screened outside of a research setting.
Recently, however, a comprehensive study of patients
with other forms of MDS has been done [the
‘‘EXPLORE’’ study (Examination of PNH by level of
CD59 on red and white blood cells in bone marrow fail-
ure syndromes)] in which a significant number of such
patients were found to have PNH populations (34).
Thus, the recommendation to exclude MDS patients
from routine testing may not be appropriate. A summary
of the clinical scenarios for which PNH testing is recom-
mended is given in Table 1.

Follow-up Testing

Patients with established diagnoses of PNH should have
their PNH clone size monitored at regular intervals. If the
disease is stable, annual monitoring may be sufficient, but
any change in clinical or hematologic parameters requires
more frequent monitoring; this is true whether these
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show worsening or improvement of disease, as changes
in clone size in either direction may reflect the changing
clinical picture. Regular monitoring is useful in patients
receiving eculizumab therapy, though there is not yet con-
sensus as to the appropriate frequency of monitoring. In
the early phases of the therapy, it is useful to monitor fre-
quently to demonstrate stabilization of the red cell clone,
but once this has occurred, monitoring can be tailored to
the clinical situation.

Patients presenting with thrombosis or hemolysis in
whom a diagnosis of classical PNH is suspected need
not be tested serially if an initial satisfactorily performed
test fails to reveal a PNH clone.

For patients with aplastic anemia in whom small
clones are found, serial monitoring is important because
patients may progress from aplastic anemia to hemolytic
PNH, and this may be presaged by an increase in the
clone size. While patients with RCUD have not been
reported to progress to PNH, the difficulty of distin-
guishing this disorder from aplastic anemia suggests that
monitoring for clonal progression might also be war-
ranted in that disease as well. If a patient with a higher
grade MDS or a myeloproliferative neoplasm is found to
have a PNH clone, the value of continued monitoring
outside the research setting has not been established;
such patients rarely, if ever, progress to PNH.

FLOW CYTOMETRIC TESTING FOR PNH

Specimen Considerations

The preferred specimen for PNH testing is peripheral
blood. EDTA is the most widely used anticoagulant, and
performs well, but heparin and ACD have also been
used and found to be acceptable. Bone marrow should
not be used outside the research setting because results
are often more difficult to interpret because of differen-

tiation-associated changes in expression of some GPI-
linked proteins used for assessment in both RBC and
WBC maturation. Moreover, PNH testing in patients
with established MDS may also be difficult to interpret
(26) as these patients may have MDS-related abnormal-
ities in expression of some GPI-anchored proteins, most
notably CD16.

Specimen transport is not a major issue in detection
of PNH cells as these are stable over the usual times
needed for transportation to the laboratory. RBC analysis
has been successfully performed on samples kept refri-
gerated up to 7 days, though it is still recommended
that RBC testing be performed promptly, preferably
within 48 h of collection, because there are only limited
data that address the question of whether PNH cells are
preferentially lost over time. However, for detection of
PNH on leukocytes, alterations in scatter and antigen
expression of granulocyte populations that occur over
time can make interpretation of results difficult; the
experience of the authors indicates that satisfactory
results can be obtained for samples that are processed
within 24–48 h after acquisition. Some general princi-
ples about specimen handling and analysis are presented
in Table 2.

RBC Analysis—Routine Assays

Introduction. As noted above, RBC antigen assays
were the first used to detect PNH because DAF (CD55)
and MIRL (CD59) were recognized early on as the pro-
teins whose deficiency was central to the pathophysiol-
ogy of PNH. CD58 is also a GPI-anchored red cell
antigen but this occurs in both a transmembrane as well
as a GPI anchored form so that it may be difficult to
interpret results (35,36), and there are no data to indi-
cate that it provides any advantage over CD59 or CD55.
The goal of RBC analysis is to reliably identify and quan-
tify cells lacking expression of GPI-anchored proteins
(Type III cells), and to distinguish them from normal
RBCs (Type I cells). RBC analysis should also recognize
and quantify cells that are partially deficient (Type II
cells) if they are present (Fig. 1). Testing of RBCs alone
in a routine assay is not adequate for evaluation of PNH
patients, because hemolysis and transfusion may greatly
underestimate the size of the PNH clone (37). For these
reasons, WBC clones are frequently detected when RBC
clones are not, though significant RBC clones are never
seen without WBC clones (37). Nonetheless, RBC test-
ing is still important, both because Type II cells are
more readily detected, and because comparison of the
relative sizes of RBC and WBC clones may provide use-
ful clinical information.

Sample processing. RBC assays for PNH differ from
WBC-based flow cytometric immunophenotyping assays
in lacking a RBC lysis step, and in including strategies
to prevent RBC agglutination. A procedure using cell
staining with antibodies followed by washing is recom-
mended. Washing the RBCs more than once can help to
decrease nonspecific binding of antibody and/or remove
excess fluorochrome that may make distinction between

Table 1
Clinical Indications for PNH Testing

Intravascular hemolysis as evidenced by hemoglobinuria or
elevated plasma hemoglobin

Evidence of unexplained hemolysis with accompanying:
Iron-deficiency, OR
Abdominal pain or esophageal spasm, OR
Thrombosis (see below), OR
Granulocytopenia and/or thrombocytopenia

Other acquired Coombs’-negative, non-schistocytic,
non-infectious hemolytic anemia

Thrombosis with unusual features:
Unusual sites

Hepatic veins (Budd-Chiari syndrome)
Other intra-abdominal veins (portal, splenic,

splanchnic)
Cerebral sinuses
Dermal veins

With signs of accompanying hemolytic anemia (see
above)

With unexplained cytopenia
Evidence of bone marrow failure:

Suspected or proven aplastic or hypoplastic anemia
Refractory cytopenia with unilineage dysplasia
Other cytopenias of unknown etiology after adequate

workup

DIAGNOSIS AND MONITORING OF PNH AND RELATED DISORDERS BY FLOW CYTOMETRY 215

Cytometry Part B: Clinical Cytometry



Type III and Type II cells difficult (see Fig. 2). Washing
may also help decrease aggregation, as may vigorous vor-
texing or other types of mechanical disruption, which
might include something as simple as running a tube
with a resuspended pellet across a test tube rack, to dis-
aggregating cells through a narrow bore pipette prior to
acquisition on the flow cytometer. It is also critically im-
portant to avoid IgM antibodies, and to dilute all anti-
bodies appropriately, as high concentrations of anti-RBC
antibodies promote aggregation (see below).

Selection of antibodies. In most cases of straightfor-
ward PNH, a clone can readily be detected with a single
marker, though it should be noted that rare cases of con-
genital deficiency of CD55 or CD59 have been reported
(38,39). Because CD59 is expressed at a high level it can
be adequately detected with a variety of fluorochrome-
conjugated antibodies. Note, however, that some CD59
clones delineate Type III from Type II cells better than
others. Indirect staining is not optimal. CD55 is less abun-
dantly expressed on red cells; it is not recommended as a
sole reagent because it frequently does not provide
adequate separation to identify Type II cells (see Fig. 3).
How much if anything it adds to routine analysis is a mat-
ter of some controversy, but if it is used, it is preferable
to use a phycoerythrin (PE)-conjugated antibody. Some
investigators who use it prefer to evaluate CD55 and
CD59 in different colors in one assay tube to detect popu-
lations of deficient cells using multicolor dot plots, in a
similar fashion to the flow cytometric evaluation of
WBCs. Some assays combine more than one anti-GPI anti-
body labeled with the same fluorochrome to increase the
intensity of fluorochrome emitted light, but given the
generally adequate separation between GPI-anchor defi-
cient RBC clones and normal RBCs with CD59, this
approach may not be necessary. Strategies that use both
CD55 and CD59 increase the need for careful titration of
antibodies to avoid RBC agglutination.

Red cell agglutination decreases substantially when
red cell antibodies are diluted from the manufacturers’
recommended concentrations, so that it is desirable to

use the lowest concentration of anti-red cell antibodies
that maintains an acceptable ratio of positive to negative
fluorescence, with clear separation of populations.
Gentle (to avoid aerosols) but thorough mixing is essen-
tial to ensure uniform staining, especially if small vol-
umes of reagent are used.

Acquisition, gating, and analysis. In routine analy-
sis, RBCs can be identified by their light scatter proper-
ties; log/log displays of forward and side scatter are
superior for identifying the RBC population because it is
easier to exclude debris, especially platelet debris, on
such plots, and significant aggregation, if present, can
be more readily assessed. Collection of as few as 5,000
RBCs is generally sufficient to detect populations repre-
senting at least 1% of cells. The addition of antibodies to
glycophorin A (CD235a), a mucin-like transmembrane
protein, allows distinction of RBCs from cells of other
lineages and debris, which may otherwise be misinter-
preted as deficient RBCs; in addition, it provides a useful
positive control and can ensure that red cells pipetted
into an antibody-containing tube have been adequately
mixed. However, the surface density of glycophorin A
on RBCs is so high that employing anti-glycophorin A
conjugates at saturating concentrations will result in sig-
nificant aggregation of red cells (37). Therefore, careful
titration of anti-glycophorin A antibodies needs to be
performed to minimize this. In general much higher dilu-
tions than those used for bone marrow immunopheno-
typing will likely be required. Aggregation is typically
greater with PE (or PE tandem–based) conjugates than
with FITC conjugates of anti-glycophorin A. Because in-
formation on protein concentration and fluorescence/
protein ratio is generally not readily available and may
vary among manufacturers and between lots, it is not
possible to stipulate a specific protein concentration to
use; it is important to stress that each laboratory should
carefully evaluate the chosen clone and conjugate to
determine the optimum concentration that both limits
aggregates and provides an acceptable signal on
positives.

Table 2
Sample Considerations

Sample source Peripheral blood (bone marrow not optimal)

Anticoagulant EDTA, heparin, or ACD
Preferred sample volume Minimum 1 ml; 3 ml adequate for most testing though more

possibly needed if WBC very low
Maximum sample age Up to 7 days for RBC; <48 h for WBC
Sample storage 4 degrees after 24 h
Lysing reagent For WBC, commercial lysing reagents have not been rigorously studied but no

commercial reagent is known not to work; ammonium chloride a
satisfactory alternative

No lysing for RBC
Sensitivity in routine analysis 1%; at least 5,000 events of specific cell type collected
High-sensitivity analysis 0.01%; at least 250,000 events of specific cell type collected
Cell populations analyzed in routine analysis Granulocytes in all cases; Monocytes provide confirmatory information.

RBC in AT LEAST those cases with a PNH clone detected by WBC analysis,
or in all cases.

Routine analysis of RBCs alone not recommended. No role for
analysis of lymphocytes.
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The identification of Type II cells has not been stand-
ardized. To avoid issues related to variation of expres-
sion between samples, it is preferable to compare
staining of a putative Type II population with any Type I
cells present within the same sample, (36,40) and, as
noted above, to ensure that such cells do not represent
Type III cells with incomplete washing. It is important
to remember that transfused cells may differ slightly
in level of expression of GPI-linked proteins from
native RBCs and therefore may appear as a separate,
overlapping population. A negative control consisting of

unstained cells is often useful for identifying the
expected position of Type III cells; if such a sample is
mixed with an appropriately stained normal sample, the
expected position of Type II cells can be identified as
the area between the positive and negative populations.

PNH clones can be recognized either with single-color
histograms or dot plots. Single-color histograms facilitate
comparison of the level of RBC staining with that
expected for normal and deficient cells, and are prefera-
ble for the separate identification and quantification of
Type II and Type III cells when they represent enough
of the total events to form a separate peak (see Fig. 1).
Dot plots provide the most accurate method for quanti-
fying abnormal populations when they represent a small
proportion of total cells (Fig. 4). When multicolor analy-
sis is used, they are the best method for demonstrating
populations of cells deficient in more than one antigen,
but even in single color analysis dot plots of scatter vs.
CD59 may be useful for identifying small populations.

Leukocyte Assays—Routine Analysis

Introduction. Assessment of PNH populations in leu-
kocytes is widely recognized as the best method for
assessing the true size of a PNH clone. Lymphocytes are
not a suitable target because of their long life span and
variable expression of many GPI-linked proteins. How-
ever, both monocytes and neutrophils are suitable tar-
gets; generally speaking the clone size measured in each
population agrees relatively closely, and though inde-
pendent assessment of both cell types is not absolutely
necessary, it is relatively simple to do with most panels
used. Moreover, the assurance gained by detecting the
abnormality in both populations adds to the confidence
in diagnosis.

Sample processing. Most assays of GPI-linked anti-
gen expression on leukocytes are performed with a
stain-then-lyse procedure because light scatter character-
istics useful for gating are generally better preserved
than with samples that are prelysed and then stained.
Although there are no data comprehensively comparing

FIG. 2. Effect of washing on CD59 (Invitrogen, clone MEM-43) stain-
ing of PNH red cells. In the absence of washing (A), either excess free
PE fluorochrome or non-specific binding demonstrates only a shoulder
suggestive of a Type II population, and no definite Type III population.
Appropriate washing (B) shows that these are in fact Type III cells.

FIG. 3. CD55 (clone 67 from Invitrogen) expression on RBCs in the
same patient illustrated in Figure 1. Although the overall percentage
of PNH cells detected is similar, there is no separation of Types II and
III red cells.

FIG. 1. CD59 (clone MEM-43 from Invitrogen) expression on RBCs
in a patient with PNH showing separation of Types I, II, and III cells.
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different commercially available lysing reagents, the
authors are not aware of any that do not perform satis-
factorily. If the leukocyte count is low, prelysing with
NH4Cl may be preferable.

Selection of antibodies. Historically, CD55 and
CD59 were the first markers used for detecting PNH
clones in granulocytes as WBC testing grew out of prior
experience with RBC testing. However, these markers
generally give less separation between positive and nega-
tive populations than other GPI-linked antigens. In EQA
studies, CD55 and CD59 had significantly higher coeffi-
cients of variation and yielded lower clone sizes than
did either CD16 or CD66b (24). A wide variety of GPI-
linked antigens have been described on granulocytes. Of
these, most experience exists with CD16, CD24, and
CD66b. CD16 is absent from eosinophils and may be
lost from granulocytes in cases of myelodysplasia. In
addition there are polymorphic variants of CD16 that
are not recognized by some anti-CD16 antibodies (41)
so that CD16 is usually best combined with another rea-
gent. CD14 is a GPI-linked marker expressed on mono-
cytes that is commonly used to detect monocyte clones,
though it is absent from some immature monoctyes and
dendritic cells, so its usefulness in detecting small mono-
cyte clones is limited. Other markers, such as CD48 and
CD157, could in principle be used to detect WBC
clones, though there is limited experience with these
reagents. CD55 (but not CD59) is expressed relatively
brightly on monocytes and has been shown to be useful
for identifying PNH monocytes (42).

FLAER (Pinewood Scientific, Vancouver, BC), which
binds specifically to the GPI anchor and is consequently
reliably absent from GPI anchor–deficient granulocytes
and monocytes, has become perhaps the most useful
reagent for detecting WBC PNH clones. Most early stud-
ies used a lyophilized form of the reagent (27,29),
whose inconvenience of use and problems with stability
limited its widespread acceptance in routine clinical lab-
oratories; recent lots of this reagent appear to be more
stable, however (Illingworth, unpublished observations).

Recently, a liquid preparation of FLAER has been
prepared that shares the binding characteristics of the
lyophilized form, but has stability and storage require-
ments comparable to those of typical monoclonal anti-
bodies. Nonetheless, it is still important to protect
this reagent from light and from prolonged exposure
to temperatures above 2–8� (Borowitz, unpublished
observations).

Gating and analysis. Gating rarely presents a prob-
lem for assessment of loss of GPI-linked antigen expres-
sion (or of FLAER binding) on granulocytes in the
typical case of PNH with large clone size. Either FSC/
SSC or CD45 vs. SSC displays can identify these with rea-
sonable assurance and an accurate gate set. Monocytes
may not represent such a pure population on these dis-
plays, particularly if they are present in low numbers, so
that lineage markers may be more useful for identifying
them. Lineage markers can also be very useful for
increasing the purity of the granulocyte gate, something
of particular importance when higher sensitivity assays
are utilized (see below), or in cases such as myelodyspla-
sia in which altered light scatter of neutrophils makes
gating difficult.

For routine purposes, collection of 5,000–10,000 cells
of interest is generally sufficient to detect populations at
a sensitivity of 1% or even better. Acquisition of this
number of monocytes may be more difficult, and smaller
numbers are acceptable, especially if results on granulo-
cytes and monocytes agree. As a general rule, it is desira-
ble to have both positive and negative populations
present within the gate for accurate placement of dis-
criminators, so that in cases with very large PNH clones
it might be necessary to collect more events to demon-
strate the population expressing GPI-linked antigens
with certainty. For large clones, it might be possible to
have a single GPI-linked marker or FLAER and discrimi-
nate positive from negative events using a single param-
eter histogram, but for the majority of cases, it is most
desirable to use two different markers and set quadrant
markers or regions that readily identify the negative

FIG. 4. Comparison of dual parameter
plots and histograms for demonstrating
small red cell clones. A: Dual parameter
display of GPA(CD235a, clone KC16 from
Beckman-Coulter) and CD59 (Clone
MEM43 from Invitrogen) in a patient with
a small red cell clone comprising a mixture
of Type II (blue) and Type III (green) cells.
The two populations are readily distin-
guished and can be easily quantified with
appropriate gates. B: Same data displayed
as a histogram. Even scaled, the large
number of Type I RBCs makes it difficult
to recognize the PNH red cells and makes
it hard to set discriminators among the
populations.
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population of interest (Figs. 5a and 5b). Occasionally, a
population of Type II granulocytes may be identified,
especially when FLAER is used (Fig. 5c), while the clini-
cal significance of identifying Type II granulocytes is not
known, their presence should be mentioned if observed
and should also result in a careful search for the possible
presence of Type II RBCs. When computing the total
size of the granulocyte clone, it is important to combine
both the Type II and Type III granulocytes (43).

Higher Sensitivity Assays

As noted above, improvements in flow cytometry
technology and the increasing use of rare-event analysis

has made it possible to detect smaller and smaller abnor-
mal populations, provided care is taken in analytical pro-
cedures. Given an adequate number of total cells
analyzed, events as rare as one in 10 million have been
reported (44,45). However, this level of sensitivity is
rarely reached in practice, and is dependent both on the
cell type analyzed and the ability of markers to distin-
guish the desired population. In rare-event analysis, it is
critical to limit false-positive events; acquisition of suffi-
cient events to identify a population of cells with a char-
acteristic phenotype and evaluation of multiple
parameters to identify uniquely the desired cells are
essential in achieving this goal. Other challenges for

FIG. 5. Display of FLAER vs CD24 (Clone ALB9 from Beckman Coulter) in three PNH patients. A: PNH granulocyte population of 23.5% B: PNH
granulocyte population of 97% C: PNH granulocyte population of 60.9% comprising 54.8% Type III cells and 6.1% Type II cells.
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rare-event detection by flow cytometry include nonspe-
cific staining, autofluorescence, carryover from previous
samples, and erroneous data bursts (44).

High-sensitivity assays are not needed for the diagno-
sis of classic PNH but are much more useful for the
detection of small PNH populations in patients with
bone marrow failure disorders. Aplastic anemia and PNH
have long been associated (46). PNH was commonly
observed as a complication of aplastic anemia after
effective immunosuppressive therapy (47–49). PNH cells
are now known to be found in the majority of patients
with aplastic anemia and in some with RCUD (50–52).
Sequencing of the PIGA gene in some patients with
even very small populations proved that these were clo-
nal (52) More recently, PNH clones have been detected
in other types of MDS (34). However, the percentage of
PNH cells in these bone marrow failure disorders is typi-
cally much lower than in classic PNH, requiring more
sensitive assays for detection and monitoring. The pres-
ence of PNH cells in aplastic anemia or RCUD has been
shown in some studies (51,53), though not in others
(54,55), to correlate with a high probability of response
to immunotherapy.

Rare PNH cells have been identified in otherwise
healthy people (53,56–58). In a study of nine normal
individuals, CD11b selection of granulocytes combined
with CD55 and CD59 staining showed an average fre-
quency of 22 PNH-type cells per million total cells (56).
PIGA mutations were demonstrated in six of these nine
samples after sorting and polymerase chain reaction
(PCR). Of note, these mutations were transient, in that
these clones disappeared in subsequent samples from
the same patients. Small PNH RBC populations could
also be detected at a frequency of eight per million,
although confirmation of genotype was not possible
with RBCs. In another study, a threshold of 50 per mil-
lion PNH cells was suggested as abnormal, on the basis
of the mean þ four standard deviations of 68 normals,
although the actual mean was not revealed (53). PNH
populations could also be detected in normals at very
low frequency by another technique, in which normal
cells were first eradicated with aerolysin, leaving only
GPI anchor–deficient populations (57,58); estimates of
the frequency of PNH-type cells in normals using this
technique ranged from 5 to 60 per million cells, with an
average of 18 per million (58). Sequencing of the PIGA

gene in some of these cases revealed that mutations
were not clonal (57), and it was suggested that these
mutations might occur in a colony-forming cell rather
than a hematopoietic stem cell, thereby accounting for
their transient nature (59,60).

The lower limit of sensitivity for detecting PNH leuko-
cyte populations has not been determined. By extrapola-
tion from other applications of rare-event analysis,
sensitivities of 0.01% or even better should be readily
achievable. Published studies of RBC methods have sug-
gested analytical sensitivities of at least 0.005% (53).

The main determinants of sensitivity in rare-event
analysis are the number of events acquired and the abil-

ity to discriminate between positive and negative events.
Poisson statistics determine the minimum error rates at
a given cell count and cutoff. If one counts 200,000
cells with the goal of detecting an abnormal population
of 0.005% PNH cells, then a criterion of four or more
events will correctly identify 99.0% of the abnormal pop-
ulations. Poisson statistics can also help design screening
strategies for deciding when more cells are needed for
analysis. For example, to achieve a sensitivity of 0.01%,
if 30,000 events are collected and zero events lack GPI
antigens, there is a 95% probability that the true fre-
quency of GPI-deficient cells is <0.01%; at 50,000 events
this probability becomes >99%. Thus, one could screen
with lower numbers of cells and reflex to collecting
more events only in cases in which one or more puta-
tive PNH cells was seen.

Although this calculation helps to establish the sensi-
tivity of an assay, the specificity of classifying a popula-
tion as abnormal (i.e., the false-positive rate) depends on
the background frequency of PNH cells in normals. As
noted above, estimates of this frequency have varied
considerably, although a recent study of 70 normal indi-
viduals estimated a frequency of 1.7 per million
(Wittwer, unpublished results). Assuming this frequency,
and again counting 200,000 cells, then the same crite-
rion of four or more events noted above will falsely
identify only 0.1% of normal samples as abnormal. How-
ever, if the background frequency were 22 per million,
as suggested from some other studies, then a criterion
of 11 events out of 200,000 cells would be necessary to
achieve the same specificity, though at this cutoff there
would be potentially more false negatives when only
0.005% PNH cells were present. Poisson statistics can be
used to calculate appropriate criteria and numbers of
cells to collect for even higher background rates.
Because technical factors may contribute to the differen-
ces in background levels reported, before employing an
ultra-high sensitivity assay, it is important for each labo-
ratory to establish the apparent PNH background in the
normal population and select appropriate cell counts
and cutoffs.

RBCs are useful targets for rare-event analysis in PNH
assays because they are readily available in large num-
bers, and the density of GPI-linked antigen expression is
typically high; however, the frequent presence of RBC
aggregates may make accurate enumeration difficult.
RBCs must first be positively selected for rare-event anal-
ysis by staining for a pan-RBC antigen. Although it is
generally recommended that rare-event analysis use at
least two primary identifiers in a Boolean gating strategy
to accurately identify the cells of interest, glycophorin A
is the only RBC-specific reagent commonly employed for
their primary identification, limiting positive cell selec-
tion to one antigen and light scatter gating. Further-
more, almost anything interacting with the red cell
surface can produce aggregation. As noted above, satu-
rating amounts of antibodies against GPI-linked antigens
or glycophorin are not necessary and, in fact, should
not be used. Also note that the concentrations of
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antibodies against CD55 or CD59 that limit aggregation
best may differ depending on whether they are tested
individually, together, or in combination with anti-glyco-
phorin A.

PNH cells are usually identified by absence of staining
for CD59 with or without CD55. If both are used, they
may be employed either in different colors or sometimes
combined with the same fluorochrome, so that only
cells lacking both markers are considered negative; how-
ever, unless care is taken in titration, using both
reagents may increase RBC aggregation. Dot plots are
preferable to histograms to ensure that the small num-
ber of events typically seen in rare-event analysis consti-
tutes a distinct population. Moreover, if used alone,
CD59-PE is superior to CD59-FITC for distinguishing
small PNH RBC populations from normal CD59-positive
erythrocytes, largely because CD235a-FITC is superior to
CD235a-PE; it is possible to detect fewer than 0.01%
Type III PNH RBCs with such an assay (Fig. 6). How-
ever, as Figure 6 shows, there may be a limit to how
well Type II cells are detected by high-sensitivity techni-
ques; while it may be that combining CD55 and CD59
will decrease background and thereby improve detec-
tion of Type II cells, the relative advantages of using
both CD55 and CD59 compared with CD59 alone in a
high-resolution assay have not been rigorously studied.

Critical to high-sensitivity testing is a low rate of
CD55/CD59-negative events that might falsely be inter-
preted as PNH populations. A major potential contribu-
tor to this problem are fragmented RBCs, though these
usually can be recognized on the basis of their low gly-
cophorin A staining. If an unstained control antibody is
used to determine position of the threshold for positiv-
ity, care must be taken to ensure that there is not even
minimal carryover into the test sample; in fact, if such a
control is used, it is better to run this after, rather than
before, the test samples, or to run a blank saline-only
tube between the control and test.

For high-sensitivity analysis of leukocytes, gating on
light scatter alone, or even light scatter plus CD45, is
similarly not acceptable because spurious events that
may not represent granulocytes might be included in
the gate, leading to a false conclusion that a PNH popu-
lation is present. For the most accurate gating, lineage
markers, such as bright CD15 for granulocytes, or bright
CD33 or CD64 for monocytes are generally employed;
combining light scatter and/or CD45 expression with
lineage markers will further improve the accuracy of gat-
ing (Fig. 7). As a general rule, the smaller the PNH pop-
ulation one is trying to detect, or the more deteriorated
the sample being studied, the more critical careful, mul-
tiparameter gating is to ensure that the population being
analyzed contains only the cells appropriate for the
denominator. Moreover, it is essential to use more than
one GPI-anchored marker to detect small populations,
especially if at least one marker is also absent from any
minor population that might contaminate a gate; FLAER
is particularly valuable for this purpose. For example, if
a granulocyte gate is contaminated with a few mono-

cytes CD24 will be negative on these cells and might be
misinterpreted as a small PNH population; combining
CD24 with FLAER and requiring absence of both
markers will improve accuracy. Similarly, CD14 is not
acceptable as a single marker for detecting small PNH
populations because even a lineage-specific monocyte
gate will include dendritic cells that lack CD14; this
problem is overcome by combining CD14 and FLAER.
Again, determination of background rate by studying
normal populations can help to establish the sensitivity
level that is practical to attain with any given assay
(Fig. 8).

Table 3 summarizes gating strategies and reagent com-
binations used for routine vs. high-sensitivity testing. As

FIG. 6. A: High sensitivity PNH assay of a normal individual per-
formed to determine background rates. One million cells were acquired
and gated by forward scatter and side scatter, and the CD59-negative
population detected on a display of CD59 vs. GPA. While gating is not
optimal—setting an additional gate on scatter vs. GPA would ‘‘clean
up’’ this display considerably—the data are deliberately displayed this
way so that the various populations that must be accounted for in
analysis can be identified. There are five events in the region in which
Type III cells would be expected, giving a background frequency of
0.0005%. The trailing GPA-negative and CD59-negative events
(arrowhead), which represent red cell fragments or incompletely
stained red cells, and the cluster of brighter CD59þ and GPAþ
events, which represent aggregates (dashed arrow) should theoretically
be excluded from the denominator when quantifying the abnormal
population, though if the assay is done properly these will be so few
that they will not make a significant difference. Note that the debris-
events may extend into the region in which Type II events might be
expected (arrow), indicating that it is not possible to achieve as high a
sensitivity for detection of Type II cells. B and C: Performance of the
same assay in two individuals with very small red cell clones showing
the ability to detect 0.06% (B) and even as low as 0.005% (C) Type
III PNH cells. There are a few events in B that might be interpreted to
represent Type II cells (arrow) but given the background findings,
these cannot be classified with certainty. (Note that the GPA-positive
population is slightly brighter in B and C than in A, necessitating mov-
ing the gate on the Y (but not the X) axis) (Reagents as in Fig. 4).
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discussed above, higher sensitivity testing requires more
reagents to gate accurately, and more than one GPI-anch-
ored probe to quantify accurately the size of PNH
clones. Also, it is obvious that larger numbers of cells
are required to perform high-sensitivity testing, so that
as a rule, it is often difficult to perform this testing on
monocytes. It recommends a limited number of reagents
for WBC analysis, but does not mandate any particular
combination or combinations as there is still some vari-
ability in acceptable approaches. However, many of the
authors have significant experience combining CD24
and FLAER in granulocyte analysis or CD14 and FLAER
in monocyte analysis, and Appendix A illustrates a num-
ber of specific three- to six-color reagent combinations
based on these markers that have been shown to pro-
duce excellent results. These could provide the basis for
more specific standardization of WBC methods.

Quality Control and Proficiency Testing

To date, there are no external QA data, interlaboratory
or published intralaboratory studies on the reproducibil-

ity or precision of detection of very small PNH clones.
For both high-sensitivity and routine analysis, familiarity
with test performance and interpretation leads to greater
confidence in the results. Evaluation of normal control
samples and background rates is particularly important,
as the purpose of the screening test is to detect antigen
deficiency. In virtually all samples tested, whether they
contain PNH clones or not, internal normal control pop-
ulations of leukocytes should confirm reactivity of the
antibodies/reagents used in the test procedure. In addi-
tion, it may be desirable to include a normal sample to
ensure that under assay conditions 100% of normal cells
express the antigens tested. Unstained controls may be
useful for demonstrating the position of expected nega-
tive populations, but for most GPI-linked markers and
FLAER, normal and deficient populations are clearly
separated.

A more difficult problem is that of a positive control.
PNH is a rare disease, and most laboratories do not see
large numbers of samples from PNH patients, so that it
is often not practical to run a positive control (i.e., a

FIG. 7. A multiparameter gating strategy for granulocytes and monocytes. A: Initial gate set on a CD45/SSC display to include both granulocytes
and monocytes. B: Display of CD33 vs. CD15 on the gate shown in (A). Granulocytes (CD15 high, CD33) low are clearly separated from monocytes
(CD15 low CD33 high) and are easily distinguished. Setting tight gates eliminates problems with degenerating cell populations. C: Display of FLAER
and CD24 on the CD15 positive population showing a clear double negative PNH granulocyte population. D: Display of FLAER and CD14 on the
CD33 positive population showing a clear double negative PNH monocyte population. (CD45-PerCP clone 2D1; CD33-PeCy7 clone P67.6; CD15-
APC clone W6D3; CD24-PE clone ML5; CD14-APCCy7 clone MUP9; from BD-Biosciences).
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sample with PNH cells) with every sample. To date, no
satisfactory commercial control material exists for clini-
cal laboratories. PNH cells may be aliquoted and frozen,
though this is more readily done with red cells, as PNH
RBCs frozen in 20–25% sucrose/dextrose are stable
indefinitely. However, laboratories must still participate
in a proficiency testing program. Currently, the College
of American Pathologists offers a program focused on
RBCs, and has recently introduced a WBC program that
is problematic because it does not work with most labo-
ratories’ gating strategies, while the UK National Exter-
nal Quality Assessment Schemes (UK-NEQAS) for
Leucocyte Immunophenotyping has a program for both
RBCs and WBCs. For laboratories reporting results from
high-sensitivity analysis, interlaboratory exchange should
be encouraged, because current external programs do
not test these adequately. Interlaboratory exchange may

also be useful for those labs that only rarely see patients
with PNH.

INTERPRETATION AND REPORTING

Patients with Classic PNH

When there is a high clinical suspicion of PNH,
interpretation of immunophenotyping studies that dem-
onstrate the presence of large PNH clones is straightfor-
ward. The proportions of GPI-deficiency in the myeloid-
lineage populations tested (i.e., granulocytes and mono-
cytes) should in most instances be the same; though dis-
crepancies have been encountered by the authors, with
monocyte clones exceeding granulocyte clones in a
small but notable percentage of cases; the clinical signifi-
cance of this is uncertain. Even in patients with large
PNH clones there is almost always a small population of
residual normal cells that can be used not only to

Table 3
Antibodies Useful in PNH Testing

Type of analysis Target cell Gating strategies Informative reagents

Routine Red cells Log FSC/SSC; glycophorin A optional CD59 (CD55)
Granulocytes CD45/SSC or CD15 (or equivalent)/SSC FLAER, CD24, CD66b, CD16a;

two reagents preferred. CD55/CD59
combination not recommended.

Monocytes CD45/SSC or CD33/SSC2 or
CD64/SSC or CD163/SSC3

FLAER, CD14,b CD48,c CD55,c CD157c

High sensitivity Red cells Glycophorin Aþscatter CD59þ/�CD55 in same or different colors
Granulocytes CD15/SSC FLAER, CD24, CD66b, CD16a;

two reagents essential. CD55/CD59
combination not recommended;

Monocytes Seed

aPolymorphic variants and absence of CD16 from eosinophils may limit usefulness; should never be used as sole reagent.
bCD14 is negative on dendritic cells and basophils that could be included in a monocyte gate, and is also dim or negative on

immature monocytes, so should not be used as sole reagent; may be useful to combine with FLAER in dual parameter analysis,
though FLAER may also be dim on normal basophils.

cLimited experience with these reagents.
dMonocytes may not be suitable for high sensitivity analysis because of the difficulty in collecting sufficient events, but if per-

formed, lineage specific gating using CD33 or CD64, and FLAER plus another reagent is essential.

FIG. 8. High sensitivity white cell PNH assay. Granulocytes were identified on the basis of forward and side scatter, and CD45 and CD15 expres-
sion, and stained with CD24-PE (Clone ALB9 from Beckman-Coulter) and FLAER. A: Detection of background rate in a normal individual. 315,617
granulocytes were acquired and two CD24 and FLAER negative events were detected. B: Detection of a small PNH clone (56 cells/432,797 total
granulocytes, 0.013%).
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confirm antibody reactivity but also to guide positioning
of analysis regions or quadrant markers. The proportions
of PNH cells can be determined from standard analysis
regions, or quadrant statistical analysis on gated granulo-
cytes, neutrophils, or monocytes according to the spe-
cific combinations of antibodies used. To avoid
potentially ambiguous and confusing reports, one should
indicate the PNH clone percentage, not the percentage
antigen expression by the residual normal cells.

RBC analysis and interpretation of CD55 or CD59
staining are often a more complex problem (23). It is
important to be familiar with staining profiles for normal
RBC expression of the GPI-linked antigens studied, and
to know the appearance of unstained RBCs. These two
reference populations can act as guides to the bounda-
ries for discriminating Type I, II, and III cells. PNH RBCs
are often present in significantly lower proportion than
the corresponding granulocyte and monocyte PNH
clones in any individual patient both because red blood
cells have a shortened survival in the circulation
whereas granulocytes do not (61) and because the
patient may have been transfused and/or experienced
an episode of intravascular hemolysis prior to testing
(Fig. 9).

However, RBC staining does provide useful informa-
tion, and is significantly better at demonstrating partial
antigen deficiency than granulocyte analysis. While there
is no specific cut-off that determines when PNH patients
are likely to be symptomatic, patients with >20% Type
III red cells are likely to show clinical signs and symp-
toms associated with intravascular hemolysis. In con-
trast, patients with large Type II populations in the
absence of significant Type III populations may show a
reticulocytosis and modestly elevated LDH, but less
hemolysis than a patient with an equivalent number of
Type III cells. The percentage of the PNH RBC popula-
tion, and the proportions of Type II and Type III compo-
nents should be reported. In some instances, these two

PNH populations cannot be clearly distinguished, and a
comment can be added to highlight this.

Monitoring of the RBC PNH clone is also useful for
assessing efficacy of response to eculizumab therapy
(62). Because this drug inhibits complement lysis of
GPI anchor–deficient cells, the abnormal red cells sur-
vive and the proportion can increase to more nearly
reflect the size of the abnormal hematopoietic clone
(Fig. 10).

Interpretation of Small PNH Clones

As noted above, small PNH clones can be reliably
detected in many patients with aplastic anemia and
MDS, though the prognostic value of finding a small
PNH clone in these disorders remains controversial. In
aplastic anemia, some but not all studies have shown
that the presence of PNH clones is associated with
favorable response to immunosuppressive therapy
(51,53–55,63). This conclusion has also been reached
in RCUD (53), though for very small (<0.1%) clones,
this is based on a study of very few patients. Moreover,
the difficulty of distinguishing with certainty hypoplas-
tic MDS from aplastic anemia should be noted.
Although patients with these small clones should be
followed because of the risk of developing hemolytic
PNH, it is important to recognize that these patients
are not candidates for treatment with eculizamab
because hemolysis with small clones is very rare. In
fact, even in patients with hemolytic anemia, the detec-
tion of a small granulocyte clone should not be consid-
ered diagnostic of classical hemolytic PNH but should
instead trigger an investigation for other causes of
hemolysis.

Additional Factors Affecting Interpretation

When patients with MDS are screened for PNH
clones, the presence of hypogranular neutrophils in pe-
ripheral blood can potentially cause difficulties with

FIG. 9. Analysis of granulocytes (A) and red cells (B) in the same specimen from a patient with classic hemolytic PNH. There is a granulocyte clone
of 55%, while the RBC clone size is 6%. (CD59-PE clone MEM43 from Invitrogen; CD24-PE clone ALB9 from Beckman-Coulter).
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gating procedures. Although the altered light scatter
characteristics of hypogranular neutrophils often result
in significant overlap with monocytes, incorporation of
additional, non-GPI-linked markers typically permits
clear separation. Hypogranular neutrophils can be found
in known PNH patients who are developing MDS, or in
de novo MDS patients. Similarly, granulocytes from aged
samples (>48-h old) may show altered FSC/SSC scatter
characteristics due to poor viability and can also show
increased nonspecific binding of antibodies. Another
potential pitfall with granulocyte analysis is the presence
of immature forms that have significantly weaker expres-
sion of some GPI-linked antigens when compared with
more mature forms (25,28). In patients with granulocy-
topenia and relatively high proportions of eosinophils, it
may be difficult to construct a pure granulocyte gate
unless appropriate markers are used in multicolor
analysis.

Reporting Results

In patients with normal expression of GPI-linked anti-
gens, results can be reported relatively easily using lan-
guage such as: ‘‘granulocytes, monocytes, and RBCs
show normal expression of GPI-linked antigens. No PNH
clones detected.’’ It is extremely important to avoid the
use of negative or positive terminology in test reporting
to avoid confusion (e.g., ‘‘the PNH test was negative’’ or

‘‘all the cells are positive’’). Whether further clinical
comments are made at this stage depends on the quality
of clinical information received with the initial request.
If no clinical information is supplied and the test result
is normal, then simply providing some indication of the
sensitivity of the assay should suffice. If, however, there
is good supporting clinical evidence that the patient has
aplastic anemia or myelodysplastic syndrome, then
repeat testing may be recommended in the report. In
contrast, there is no requirement to suggest repeat test-
ing for patients with unexplained thrombosis, hemolysis,
or hemoglobinuria who have no detectable PNH clones.

If an abnormality is detected, it is important to com-
municate this result clearly and promptly, especially
when the findings are compatible with a new diagnosis
of classical PNH. The proportion of abnormal cells
(i.e., the size of the PNH clone) in each lineage tested
should be reported, including information on Type II
cells if present, without overly complex numerical
description of individual antibody results. As noted
above, if only a small clone is detected, it is preferable
to include language that makes clear that this is not
equivalent to a diagnosis of hemolytic PNH. Care
should also be taken not to overinterpret the signifi-
cance of very small clones in a routine clinical report,
though it is very important that these be communi-
cated in research studies.

In patients with an established diagnosis of PNH,
repeat testing may be performed for a variety of rea-
sons, including monitoring the response to therapy,
investigation of sudden changes in blood count param-
eters, increased transfusion requirement, and evalua-
tion of clone size over time. With each report, in
addition to reporting quantitative results on the cur-
rent sample, comments should be made as to how
the current results compare with previous results, and
the possible clinical significance of such changes
discussed.

Examples of laboratory reports are shown in Appen-
dix B.

SUMMARY AND FUTURE DIRECTIONS

Flow cytometry is now widely accepted as the
method of choice for diagnosing hemolytic PNH, and
for detecting GPI-anchor protein-deficient clones in sub-
clinical PNH and related bone marrow disorders. In
this document, we have attempted to present a con-
sensus view of practitioners with considerable experi-
ence in testing samples from PNH patients and to
provide guidelines that should be helpful both to labo-
ratories interested in beginning PNH testing and to
those seeking to improve their existing PNH testing.
The authors recognize, however, that this is a work in
progress. Among others, questions that future research
should address include the following: (1) Under what
circumstances is it necessary to perform PNH testing
in patients with otherwise typical myelodysplastic or
myeloproliferative bone marrow disorders? (2) Is there

FIG. 10. PNH red cell analysis in a patient with PNH treated with
eculizumab. A: Prior to therapy the patient had a 95% WBC clone (not
shown) but only a 5% RBC clone because of hemolysis and transfu-
sion. B: Following successful therapy with eculizumab, the patient’s
red cell clone matched the white cell clone because his Type III cells
were protected from hemolysis (B) (CD59 clone MEM-43 from
Invitrogen).
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a single specific combination of markers that should be
used for gating and analysis to the exclusion of others?
(3) Even if this degree of standardization cannot be
achieved, should FLAER be mandated as an essential re-
agent in all combinations used to analyze PNH clones
on leukocytes? (4) What marker is better than CD14 to
accompany FLAER in analysis of PNH clones on mono-
cytes? Are there additional granulocyte markers that are
better than CD24? Is there a single marker (in addition
to FLAER) that can adequately identify both granulo-
cytes and monocytes? (5) Can a simple, reproducible
high sensitivity screening red cell assay be recom-
mended such that a negative result excludes the pres-
ence of PNH clones, and what would be the best
combination of markers to use in such an assay? (6)
What limits can be put on the interlaboratory reprodu-
cibility of high sensitivity assays? and (7) Is there addi-
tional important clinical information that can be
derived from more detailed analysis of data, as for
example by studying patients with Type II granulo-
cytes, or those in whom the size of monocyte and
granulocyte clones differs?

Even though there are still questions to be answered,
the authors believe that by following the guidelines sug-
gested here, it should be possible for the great majority
of laboratories to provide the testing needed for routine
diagnosis of PNH. The higher-sensitivity methods
described here are more challenging, there is less con-
sensus about best methodology, and the need for per-
forming them is more controversial. However, as we
continue to learn about the clinical significance of small
PNH clones in a variety of disorders, it is hoped that
these guidelines will help more laboratories to perform
these tests accurately.

ACKNOWLEDGMENTS

The authors are indebted to all the attendees of the
2008 CCS workshop on PNH testing, which was sup-
ported by an Educational Grant from Alexion Pharma-
ceuticals to the Clinical Cytometry Foundation. An
initial draft of this document was circulated to all attend-
ees, and to others who had expressed an interest in
becoming involved in our deliberations, and we thank
in particular Drs. David Barnett, Robert Brodsky, Bruce
Davis, Jeannine Holden, Luigi delVecchio, Alberto Orfao,
Mark Shenkin, and Brent Wood for helpful comments
and suggestions. However, the views in the final docu-
ment represent a consensus of the authors, and do
not necessarily represent those of the individuals we
consulted.

LITERATURE CITED

1. Parker CJ. Historical aspects of paroxysmal nocturnal haemoglobi-
nuria: ‘Defining the disease’. Br J Haematol 2002;117:3–22.

2. Parker CJ. Bone marrow failure syndromes: Paroxysmal nocturnal
hemoglobinuria. Hematol Oncol Clin North Am 2009;23:333–
346.

3. de Latour RP, Mary JY, Salanoubat C, Terriou L, Etienne G, Mohty
M, Roth S, de GS, Maury S, Cahn JY, Socie G. Paroxysmal nocturnal

hemoglobinuria: Natural history of disease subcategories. Blood
2008;112:3099–3106.

4. Hillmen P, Lewis SM, Bessler M, Luzzatto L, Dacie JV. Natural history
of paroxysmal nocturnal hemoglobinuria. N Engl J Med 1995;333:
1253–1258.

5. Socie G, Mary JY, de GA, Rio B, Leporrier M, Rose C, Heudier P,
Rochant H, Cahn JY, Gluckman E. Paroxysmal nocturnal haemoglo-
binuria: Long-term follow-up and prognostic factors. French Society
of Haematology. Lancet 1996;348:573–577.

6. Bessler M, Mason PJ, Hillmen P, Luzzatto L. Mutations in the PIG-A
gene causing partial deficiency of GPI-linked surface proteins (PNH
II) in patients with paroxysmal nocturnal haemoglobinuria. Br J
Haematol 1994;87:863–866.

7. Bessler M, Mason PJ, Hillmen P, Miyata T, Yamada N, Takeda J, Luz-
zatto L, Kinoshita T. Paroxysmal nocturnal haemoglobinuria (PNH)
is caused by somatic mutations in the PIG-A gene. EMBO J 1994;13:
110–117.

8. Takeda J, Miyata T, Kawagoe K, Iida Y, Endo Y, Fujita T, Takahashi
M, Kitani T, Kinoshita T. Deficiency of the GPI anchor caused by a
somatic mutation of the PIG-A gene in paroxysmal nocturnal hemo-
globinuria. Cell 1993;73:703–711.

9. Rother RP, Rollins SA, Mojcik CF, Brodsky RA, Bell L. Discovery and
development of the complement inhibitor eculizumab for the treat-
ment of paroxysmal nocturnal hemoglobinuria. Nat Biotechnol
2007;25:1256–1264.

10. Brodsky RA, Young NS, Antonioli E, Risitano AM, Schrezenmeier H,
Schubert J, Gaya A, Coyle L, de CC, Fu CL, Maciejewski JP, Bessler M,
Kroon HA, Rother RP, Hillmen P. Multicenter phase 3 study of the
complement inhibitor eculizumab for the treatment of patients with
paroxysmal nocturnal hemoglobinuria. Blood 2008;111:1840–1847.

11. Hillmen P, Hall C, Marsh JC, Elebute M, Bombara MP, Petro BE,
Cullen MJ, Richards SJ, Rollins SA, Mojcik CF, Rother RP. Effect of
eculizumab on hemolysis and transfusion requirements in patients
with paroxysmal nocturnal hemoglobinuria. N Engl J Med 2004;
350:552–559.

12. Hillmen P, Muus P, Duhrsen U, Risitano AM, Schubert J, Luzzatto L,
Schrezenmeier H, Szer J, Brodsky RA, Hill A, Socie G, Bessler M,
Rollins SA, Bell L, Rother RP, Young NS. Effect of the complement
inhibitor eculizumab on thromboembolism in patients with parox-
ysmal nocturnal hemoglobinuria. Blood 2007;110:4123–4128.

13. Hillmen P, Young NS, Schubert J, Brodsky RA, Socie G, Muus P,
Roth A, Szer J, Elebute MO, Nakamura R, Browne P, Risitano AM,
Hill A, Schrezenmeier H, Fu CL, Maciejewski J, Rollins SA, Mojcik
CF, Rother RP, Luzzatto L. The complement inhibitor eculizumab in
paroxysmal nocturnal hemoglobinuria. N Engl J Med 2006;355:
1233–1243.

14. Parker C, Omine M, Richards S, Nishimura J, Bessler M, Ware R,
Hillmen P, Luzzatto L, Young N, Kinoshita T, Rosse W, Socie G. Diag-
nosis and management of paroxysmal nocturnal hemoglobinuria.
Blood 2005;106:3699–3709.

15. Ham TH. Hemoglobinuria. Am J Med 1955;18:990–1006.
16. Hartmann RC, Jenkins DE. The ‘‘sugar-water’’ test for paroxysmal

nocturnal hemoglobinuria. N Engl J Med 1966;275:155–157.
17. Rosse WF. Dr Ham’s test revisited. Blood 1991;78:547–550.
18. HAM TH. Chronic hemolytic anemia with paroxysmal nocturnal he-

moglobinuria. A study of the mechanism in relation to acid-base
equilibrium. N Engl J Med 1937;217:915–922.

19. Rosse WF, Dacie JV. Immune lysis of normal human and paroxysmal
nocturnal hemoglobinuria (PNH) red blood cells. I The sensitivity
of PNH red cells to lysis by complement and specific antibody. J
Clin Invest 1966;45:736–748.

20. Rosse WF, Hoffman S, Campbell M, Borowitz M, Moore JO, Parker
CJ. The erythrocytes in paroxysmal nocturnal haemoglobinuria of
intermediate sensitivity to complement lysis. Br J Haematol 1991;
79:99–107.

21. Rosse WF. Variations in the red cells in paroxysmal nocturnal hae-
moglobinuria. Br J Haematol 1973;24:327–342.

22. Hall SE, Rosse WF. The use of monoclonal antibodies and flow
cytometry in the diagnosis of paroxysmal nocturnal hemoglobin-
uria. Blood 1996;87:5332–5340.

23. Richards SJ, Rawstron AC, Hillmen P. Application of flow cytometry
to the diagnosis of paroxysmal nocturnal hemoglobinuria. Cytome-
try 2000;42:223–233.

24. Richards SJ, Whitby L, Cullen MJ, Dickinson AJ, Granger V, Reilly JT,
Hillmen P, Barnett D. Development and evaluation of a stabilized
whole-blood preparation as a process control material for screening
of paroxysmal nocturnal hemoglobinuria by flow cytometry. Cytom-
etry B 2008;76B:47–55.

25. Hernandez-Campo PM, Almeida J, Sanchez ML, Malvezzi M, Orfao A.
Normal patterns of expression of glycosylphosphatidylinositol-

226 BOROWITZ ET AL.

Cytometry Part B: Clinical Cytometry



anchored proteins on different subsets of peripheral blood cells: A
frame of reference for the diagnosis of paroxysmal nocturnal hemo-
globinuria. Cytometry B 2006;70B:71–81.

26. Wang SA, Pozdnyakova O, Jorgensen JL, Medeiros LJ, Stachurski D,
Anderson M, Raza A, Woda BA. Detection of paroxysmal nocturnal
hemoglobinuria clones in patients with myelodysplastic syndromes
and related bone marrow diseases, with emphasis on diagnostic pit-
falls and caveats. Haematologica 2009;94:29–37.

27. Brodsky RA, Mukhina GL, Li S, Nelson KL, Chiurazzi PL, Buckley JT,
Borowitz MJ. Improved detection and characterization of paroxys-
mal nocturnal hemoglobinuria using fluorescent aerolysin. Am J
Clin Pathol 2000;114:459–466.

28. Hernandez-Campo PM, Almeida J, Matarraz S, de SM, Sanchez ML,
Orfao A Quantitative analysis of the expression of glycosylphospha-
tidylinositol-anchored proteins during the maturation of different
hematopoietic cell compartments of normal bone marrow. Cytome-
try B 2007;72B:34–42.

29. Sutherland DR, Kuek N, Davidson J, Barth D, Chang H, Yeo E,
Bamford S, Chin-Yee I, Keeney M Diagnosing PNH with FLAER
and multiparameter flow cytometry. Cytometry B 2007;72B:167–
177.

30. Alfinito F, Del VL, Rocco S, Boccuni P, Musto P, Rotoli B. Blood cell
flow cytometry in paroxysmal nocturnal hemoglobinuria: A tool for
measuring the extent of the PNH clone. Leukemia 1996;10:1326–
1330.

31. Kwong YL, Lee CP, Chan TK, Chan LC. Flow cytometric measure-
ment of glycosylphosphatidyl-inositol-linked surface proteins on
blood cells of patients with paroxysmal nocturnal hemoglobinuria.
Am J Clin Pathol 1994;102:30–35.

32. van der Schoot CE, Huizinga TW, van’t Veer-Korthof ET, Wijmans R,
Pinkster J, von dem Borne AE. Deficiency of glycosyl-phosphatidyl-
inositol-linked membrane glycoproteins of leukocytes in paroxysmal
nocturnal hemoglobinuria, description of a new diagnostic cyto-
fluorometric assay. Blood 1990;76:1853–1859.

33. Dacie JV, Lewis SM. Paroxysmal nocturnal haemoglobinuria: Clinical
manifestations, haematology, and nature of the disease. Ser Haema-
tol 1972;5:3–23.

34. Galili N, Ravandi F, Palermo G, Bubis J, Illingworth A, Castro-Malas-
pina H, Raza A. Prevalence of paroxysmal nocutrnal hemoglobinuria
(PNH) cells in patients with myelodysplastic syndromes (MDS),
aplastic anemia (AA) or other bone marrow failure (BMF) synder-
omes: Interim results from the EXPLORE trial. J Clin Oncol 2009;
27:15s.

35. Ariel O, Kukulansky T, Raz N, Hollander N. Distinct membrane
localization and kinase association of the two isoforms of CD58.
Cell Signal 2004;16:667–673.

36. Navenot JM, Bernard D, Harousseau JL, Muller JY, Blanchard D
Expression of glycosyl-phosphatidylinositol-linked glycoproteins in
blood cells from paroxysmal nocturnal haemoglobinuria patients: A
flow cytometry study using CD55. CD58 and CD59 monoclonal
antibodies. Leuk Lymphoma 1996;21:143–151.

37. Sutherland DR, Kuek N, Azcona-Olivera J, Anderson T, Acton E,
Barth D, Keeney M. Use of a FLAER-based WBC assay in the pri-
mary screening of PNH clones. Am J Clin Pathol 2009;132:
564–572.

38. Reid ME, Mallinson G, Sim RB, Poole J, Pausch V, Merry AH, Liew
YW, Tanner MJ. Biochemical studies on red blood cells from a
patient with the Inab phenotype (decay-accelerating factor defi-
ciency). Blood 1991;78:3291–3297.

39. Yamashina M, Ueda E, Kinoshita T, Takami T, Ojima A, Ono H,
Tanaka H, Kondo N, Orii T, Okada N. Inherited complete deficiency
of 20-kilodalton homologous restriction factor (CD59) as a cause of
paroxysmal nocturnal hemoglobinuria. N Engl J Med 1990;323:
1184–1189.

40. Kinoshita T, Medof ME, Silber R, Nussenzweig V. Distribution of
decay-accelerating factor in the peripheral blood of normal individu-
als and patients with paroxysmal nocturnal hemoglobinuria. J Exp
Med 1985;162:75–92.

41. Wang L, Wells DA, Deeg HJ, Loken MR. Flow cytometric detection
of nonneoplastic antigenic polymorphisms of donor origin after
allogeneic marrow transplant: A report of two cases. Am J Clin
Pathol 2004;122:135–140.

42. Olteanu H, Karandikar NJ, McKenna RW, Xu Y. Differential useful-
ness of various markers in the flow cytometric detection of parox-
ysmal nocturnal hemoglobinuria in blood and bone marrow. Am J
Clin Pathol 2006;126:781–788.

43. Movalia MK, Illingworth A. Identification and clinical significance of
type II granulocytes among patients with paroxysmal nocturnal he-

moglobinuria (PNH) identified using multiparameter high-sensitivity
flow cytometry. Blood 2009;114:3015.

44. Gross HJ, Verwer B, Houck D, Recktenwald D. Detection of rare
cells at a frequency of one per million by flow cytometry. Cytome-
try 1993;14:519–526.

45. Gross HJ, Verwer B, Houck D, Hoffman RA, Recktenwald D. Model
study detecting breast cancer cells in peripheral blood mononu-
clear cells at frequencies as low as 10(-7). Proc Natl Acad Sci USA
1995;92:537–541.

46. Lewis SM, Dacie JV. The aplastic anaemia—Paroxysmal noctur-
nal haemoglobinuria syndrome. Br J Haematol 1967;13:236–
251.

47. Schubert J, Vogt HG, Zielinska-Skowronek M, Freund M, Kaltwasser
JP, Hoelzer D, Schmidt RE. Development of the glycosylphosphatity-
linositol-anchoring defect characteristic for paroxysmal nocturnal
hemoglobinuria in patients with aplastic anemia. Blood 1994;83:
2323–2328.

48. Frickhofen N, Heimpel H, Kaltwasser JP, Schrezenmeier H. Antithy-
mocyte globulin with or without cyclosporin A: 11-Year follow-up
of a randomized trial comparing treatments of aplastic anemia.
Blood 2003;101:1236–1242.

49. Tichelli A, Gratwohl A, Nissen C, Speck B Late clonal complica-
tions in severe aplastic anemia. Leuk Lymphoma 1994;12:
167–175.

50. Ishiyama K, Chuhjo T, Wang H, Yachie A, Omine M, Nakao S. Poly-
clonal hematopoiesis maintained in patients with bone marrow fail-
ure harboring a minor population of paroxysmal nocturnal
hemoglobinuria-type cells. Blood 2003;102:1211–1216.

51. Dunn DE, Tanawattanacharoen P, Boccuni P, Nagakura S, Green SW,
Kirby MR, Kumar MS, Rosenfeld S, Young NS. Paroxysmal nocturnal
hemoglobinuria cells in patients with bone marrow failure syn-
dromes. Ann Intern Med 1999;131:401–408.

52. Sugimori C, Mochizuki K, Qi Z, Sugimori N, Ishiyama K, Kondo Y,
Yamazaki H, Takami A, Okumura H, Nakao S. Origin and fate of
blood cells deficient in glycosylphosphatidylinositol-anchored pro-
tein among patients with bone marrow failure. Br J Haematol 2009;
147:102–112.

53. Sugimori C, Chuhjo T, Feng X, Yamazaki H, Takami A, Teramura M,
Mizoguchi H, Omine M, Nakao S. Minor population of CD55-CD59-
blood cells predicts response to immunosuppressive therapy and
prognosis in patients with aplastic anemia. Blood 2006;107:1308–
1314.

54. Yoshida N, Yagasaki H, Takahashi Y, Yamamoto T, Liang J, Wang Y,
Tanaka M, Hama A, Nishio N, Kobayashi R, Hotta N, Asami K,
Kikuta A, Fukushima T, Hirano N, Kojima S. Clinical impact of HLA-
DR15, a minor population of paroxysmal nocturnal haemoglobinu-
ria-type cells, and an aplastic anaemia-associated autoantibody in
children with acquired aplastic anaemia. Br J Haematol 2008;142:
427–435.

55. Scheinberg P, Wu CO, Nunez O, Young NS. Predicting response to
immunosuppressive therapy and survival in severe aplastic anaemia.
Br J Haematol 2009;144:206–216.

56. Araten DJ, Nafa K, Pakdeesuwan K, Luzzatto L: Clonal populations
of hematopoietic cells with paroxysmal nocturnal hemoglobinuria
genotype and phenotype are present in normal individuals. Proc
Natl Acad Sci USA 1999;96:5209–5214.

57. Hu R, Mukhina GL, Piantadosi S, Barber JP, Jones RJ, Brodsky RA.
PIG-A mutations in normal hematopoiesis. Blood 2005;105:3848–
3854.

58. Ware RE, Pickens CV, DeCastro CM, Howard TA. Circulating PIG-A
mutant T lymphocytes in healthy adults and patients with bone
marrow failure syndromes. Exp Hematol 2001;29:1403–1409.

59. Brodsky RA. How I treat paroxysmal nocturnal hemoglobinuria.
Blood 2009;113:6522–6527.

60. Traulsen A, Pacheco JM, Dingli D. On the origin of multiple mutant
clones in paroxysmal nocturnal hemoglobinuria. Stem Cells 2007;
25:3081–3084.

61. Brubaker LH, Essig LJ, Mengel CE. Neutrophil life span in paroxys-
mal nocturnal hemoglobinuria. Blood 1977;50:657–662.

62. Richards SJ, Hill A, Hillmen P. Recent advances in the diagnosis,
monitoring, and management of patients with paroxysmal noctur-
nal hemoglobinuria. Cytometry B 2007;72B:291–298.

63. Saunthararajah Y, Nakamura R, Nam JM, Robyn J, Loberiza F,
Maciejewski JP, Simonis T, Molldrem J, Young NS, Barrett AJ.
HLA-DR15 (DR2) is overrepresented in myelodysplastic syn-
drome and aplastic anemia and predicts a response to immuno-
suppression in myelodysplastic syndrome. Blood 2002;100:
1570–1574.

DIAGNOSIS AND MONITORING OF PNH AND RELATED DISORDERS BY FLOW CYTOMETRY 227

Cytometry Part B: Clinical Cytometry



Colors

Cells 1 2 3 4 5 6

3 color Grans FLAER CD24 CD15
3 color Monos FLAER CD14 CD33
4 color Grans FLAER CD24 CD15 CD45
4 color Monos FLAER CD14 CD33 CD45
4 color GþM FLAER CD24 CD14 CD33
5 color* GþM FLAER CD24 CD14 CD15/ 33 CD45
5 color GþM FLAER CD24 CD14 CD15 CD33
6 color GþM FLAER CD24 CD14 CD15 CD33 CD45

Markers shown in Bold are used to detect GPI-anchor deficient cells, while those shown in normal font are used for gating. Exact
choice of fluorochromes (eg perCP Cy 5.5 vs. PE-TR for ‘‘color 3’’), can vary. Also, fluorochromes for some reagents, especially gat-
ing reagents, may be switched. The five and six color combinations, and some of the four color combinations (e.g. FLAER/CD24/
CD15/CD45) shown here will work well for high-sensitivity analysis.
*In this five-color combination, two tubes are necessary to detect both granulocytes and monocytes optimally; the combination of

CD45, CD15, and SSC identifies granulocytes and can often isolate monocytes, but optimal identification of monocytes requires a
second tube gated using CD33.

APPENDIX A: ANTIBODY COMBINATIONS FOR DETECTING PNH WHITE BLOOD CELL CLONES

APPENDIX B: SAMPLE REPORTS
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